Aortic and vertebral penetration by a G2 inferior vena cava filter: report of a case.
Various long-term complications have been reported with inferior vena cava filters. In this report, the authors describe unusual complications associated with a G2 filter in a patient with aortic lumen and vertebral body penetration.